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Verification Certificate

EB%HRE: 2017081806313
Certificate No.

£ B 8 o7 K2R = R B

Applicant

HTEHRZHR OHEN

Name of Instrument

B S5 / M B MAC3500

Type/Specification
H T % S  SCA80241300PA

Serial No.
# B B L CE

Manufacturer

B E K B JJG 543-2008, JJG 1041-2008

Verification Regulation

B OE 4 ® &%

Conclusion
HEUEA %’ fé\
Approved by
(HEERE) %5 }‘i ?
Stamp Checked by A >
Verified by ¢ #’b
wEBH 2017 % 08 B 10 H
Date of Verification Year Month Day
BHYHAE 2018 4 08 B 09 B
Valid Date Year Month Day
1t -&;@‘ﬁiéﬁ% 396 = BiE/fEH: 0731-85581751/85687602
Address g Telephone
#i4: 410014 @.fﬁﬂﬁ‘: jlyywc@zjj.hunan.gov.cn
Post Code Email
A TR ]
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Certificate No.,

R REICEE R ENN
Our Institute 1s National Legal Institute of Verification
WRITIIN:  ERFEREERBRERE :
Authonization Body: General Administration of Quality Supervision, Inspection and Quarantine e i
People's Republic of China
WHRIMUERS: (B %t (2012) 01029 8
Authorized certificate No,
RRSRNERER: AR E (A AR RS R AR B E R
Statement of measurement traceability :All measuring instruments used in the verification can be traced back
to national standards

REMERR R
Main equipments of measurement used in the verification
B M| R SE E b E B/ HE R BE fEES  AUHME
Name Type/Specification Uncertainty/Accuracy class Serial No. Valid Date
O RREHRE | K8 uVp-p~30Vp-p MPE : Hy Rk : 1. 0% (2013)iMifikHs | 2021-05-09
RR 361 2ms ~50s Ji) AR : 0. 1% m%iéiiiL’#mM
4

RE QR RIS

Address and environmental condition in the verification

e PEXFEHMEZER(CBEE)

Address

B 27C AR : 52% Hf: /

Temperature Relative humidity clse

PR %1 {5 F A Fo) R SE L - /

Limited conditions and measuring range

11 (Note):
1. RO i s 40 i R S BT 9 e A s 4 R i ) S MEAIE -+ 2 9
Our Institute is only responsible to the complete certificates stamped with "Hunan Institute of Metrology seal"
2. AUE 50K 5 4 AR B AR i A AR LA
The certificates are only to be effective for the instruments examined by our Institute
3. RN REIE.
Please properly keep this certificate
4. AGF 3SR K, A LA 3O E.

The Certificate is reported in both English and Chinese, with the Chinese version as standard.
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Verification results
Fﬁi . \
g | BEWE | Bxiez | mAER Lip
' | chrme ’ / ki
2 N ESREE 2.5% +5% EH
3 HENE 1.8% +10% EH
- B (8] (8] B -1.2% +10% &%
5 :NE 7Y 1.8% 5% &%
6 PE ST i 2.5% (-10~5) % ar&
7 iR AL E 1.2% +5% =i
8 7 <35uVpp 35UV ik
9 LA >89dB >89dB i
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