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Verification Certificate

WEBRE: 2017081806346

Certificate No.

Applicant
R R BB ERERSLKIX

Name of Instrument

B S / M 8  EPIQTC

Type/Specification
& T &% 5

Serial No.
H & B L PHILIPS

Manufacturer

1 = &k #  JJG 639-1998

Verification Regulation

O E & O A

Conclusion
HEAEA % f\
Approved by 4
(Hy e & 3 %36 5 s ot
Stamp Checked by A % %A
KER l
Verified by ¢ ’*'&'\
1 B 2017 45 08 B 08 H
Date of Verification Year  Month Day
BHEHAE 2018 & 08 A 07 H
Valid Date Year  Month Day
WohE: LT AR 396 5 HIE/fEH: 0731-85581751/85687602
Address ; Telephone
W34 410014 BF B jlyywe@zjj.hunan.gov.cn
Email

Post Code
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Certificate No.

BRARRA R BRI
Our Institute is National Legal Institute of Verification

TERRIE: ERRBUBRRLTSE

Authorization Body: General Administrati i isi Inspection and Quarantine of the
People's Republic of Chin mistration of Quality Supervision, Inspe

HRIEIIESS: (@)%t (2012) o109 2

Authorized certificate No.

MEHRIERNR: ARk EERy+BSaNTEEIEREE

Statement of measurement traceability :All measuring instruments used in the verification can be traced back
to national standards

KEMERBIT8RE.
Main equipments of measurement used in the verification
& R REEE TBEE/ EBE RIS BRHE
Name Type/Specification Uncertainty/Accuracy class Serial No. Valid Date
RREFZCEHNE | 5% 208208, BEHE: 10% (k =2) [2004] H&E#F | 2019-05-12
FERERE BAEFE: (1~10)MHz HIUEF 55078
5

BEMSREFERE.

Address and environmental condition in the verification

WE: PEAFHEZERBRE)

Address

=E: 27°C BXHEE: 50% Hfte: /

Temperature Relative humidity else

PREIERZHAAETEE: /

Limited conditions and measuring range

7£(Note):
1. BEUGImE“HEgitERAFARRE CAE NEBERAR.
Our Institute is only responsible to the complete certificates stamped with "Hunan Institute of Metrology seal"
2. AEPHREERUIFRETREERFH.
The certificates are only to be effective for the instruments examined by our Institute
3. HZREREHIES.
Please properly keep this certificate
4. EEPPEIFHRESRE, BHREUFTE.
The Certificate is reported in both English and Chinese, with the Chinese version as standard.
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Verification results

LAMRR TAEEHbE: At

2.3k 1 (FRFRIIER: 1. 6MHz-3. 2MHz, B )

e g AR
PR RE 190 mm =160mm
BEX 3mm <8mm
FOBHARE (mm) | 30 | 70 | 120 /
<2mm (FEZ<80mm)
] . |
. HiwaH (Ui (mm) 2 2 . <4mm (80mm <i%[Z<130mm)
<1mm (JFF <80mm)
AR ) 1T ] e e i 0mm)
JUfafr EoR R E M 2.5% B 1.5 %

AAI<10%; HEF<10%

RHRLEERRE ME: -3.0% Bi: -4.0%

+10%
3.k 2 (RRFRHZ: 1. 8MHz-3. 6MHz, AN AHIERE)
WH BedR BAEKR
R BE 190 mm =180mm
BX 3 mm <8mm
SEREAAE (mm) | 30 | 70 | 120 /
<3mm (JEF<80mm)
ol a4 HEH fuF (mm) @ 2 ; <4mm_(80mm<{%FE <160mm)
<Ilmm (A <80mm)
f#hE (mm) P11V 2 | <omm (80mm<iRBE<170mm)
TR B R Yr: 1.5% B 1.5 % AM<10%; HE<15%
WEFAHERE | #E: 30% | BIF: 40% 105
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Cortificnte N,

AR CHRRIMR 0, M8, 8MI1s, gy,

KT T AN
NS )| — 90 i >i“""""
gl"{ _ B - 2'1]"1 <-2|nl"
BRI Cmm) | 10 | 30 | 50 /
g T4 < 60mm)
il it 4y 94 g ) Cm) I | I <Imm (A6
b < )
Al Cmm) 0510505 < Imm </z!)§£m.::n::/
< 5, 1) == 5%
JUAO A0 580 7 i 0 % NI 2.0 % Wi 1.5 % I -5; ’10%
WYL AL B DAL 25% | B 2.5%
W4 all

Page of



